MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM .

FRE” INTOX DMT MAINTENANGE REPORT (RECEIVED

Complete this report at the time of the regular menthly praventive mainten : v
Complete this report whenever the insirument is serviced of repaired and | By Carol Day at 2:51 pm, May 06, 2016
Retain the original and send a copy within 15 days to the Bieath Alcohol Pregre

PORT #1

INTOX DMT SN MNAME OF AGENCY CATE OF INSPECTION
500276 St. Loius County Police Department 05/05/2016
TME OF INSPECTICN

LOCAHON OF INSTRUMENT {STREET AND CITY)
Jennings Precinct - 5445 Jennings Statlon Rd 63136 13:24:05

CHECKLIST: Place a mark in the box by each item if found to be safisfactory or Is operating within established limits. {(Write In observed
valuos where determined). Unmarked items must be corrected bafore using (hstrument,

Bl DIAGNOSTIC RECORD

DATE AND TIME _05/05/2016 13:24:07 Rl DETECTOR
Kl PROGRAM R FILTER 1
&l SAMPLE CHAMBER_48.8°C FILTER 2
Kl BREATH TUBE_46.8°C FILTER 3
K PUMP INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS
[1 SIMULATOR STANDARD K] COMPRESSED ETHANOL-GAS MIXTURE -
Kl STANDARD SUPPLIER_INTOXIMETERS LOT #_AG418902 EXP. DATE _07/08/2016
O SIMULATOR TEMP (34°C £ 0.2°C) SIMULATOR SN SIMULATOR EXP DATE

] CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANGE REPORT)
Run three tests using a standard, All three tests must be within £5% of the standard value and must have a spread

of .005 or less. Mark the box corresponding to the standard belng used.
0.10% STANDARD - MUST READ BETWEEN 0.695% AND 0.105% INCLUSIVE

I 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

] 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1: 0.100 TEST 2: 0.099 TEST 3: 0.089
PERFORM RF.I, TEST
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS: 0 0-.04: 1 .05-.09: 0 A0-.14: 0 45-19:0 OVER 19:0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE FO RESTORE THE INSTRUMENT TC OFERATE SATISFACTORILY AND WITHN
ESTABLISHED LiMITS (USE OTHER SIDE iF NECESSARY)

INSPECTING OFFICER -

SIGNATURE - — RN FULL NAME™
e 2, DET STOEHNER
TYPE Il PERMITNUMBER =~ 7~ Ca EXPIRATION DATE TELEPHONE NUMBER
250236 10/30/2017 636-529-8210

RETURN COMPLETED REPORT TC THE Breath Alcohol Program, MO Department of Health and Senior Services
Southeast District Office
2875 James Bivd, Poplar Bluff, MO 63801

MO 5802898 (3-13) AN EQUAL CPPORTUNITYIAFEIRMATIVE ACTION EMPLOYER LAB-166

sovices provided on a nondiscriminatory basts




Alrgas USA LLC (LAB)
3500 Bernard Sireal

St, Louls, Mo. 63103
Ph: (314) 533-3100
Fax: (314) 533-7328

Certificate of Analysis

Customer Name Test Pate:  8-Jul-2014

Intoximeters, Inc.
2081 Craig Road
St, Louls, Mo 63146

Lot # AG418902 :
Exp. Date Cyl. ) Component Certifled Concentration
8-Jul-2016 108 Ethanol 0,100 £ 2% BrAC (260 ppm)
~Nitrogen Balance

Certification Traceable to N.LS.T. RGM Ethanol Standards: S

Serlal No. Conceniration Serfal No, Caoncentration
EB0010681 391.8 ppm EB0O16803 392.5 ppm
EB0010670 269.8 ppm EB0010659 '258.9 ppm
EB0010286 209.0 ppm.. "~ EB0010535 208.9 ppm
EB0010661 103.7 ppm EB0D010562 104.9 ppm
EB0010681 62,22 ppm EB0010579 52.94 ppm

Analytical Method: NDIR

D[gitell,f s‘iqned by Qual| Can!rol
Date: 2014.07.08 16:23:
Reasen: Dry gas slandard cenincauun of analysis M

Locaticn; Alrgas USA LLC (Lab) Anaiyst.
Rod Marsala

ISO 17025:2005 A2LA accredited, Cerificate Number 2989,01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE I

STEPHANIE M STOEHNER

is hereby authorized to instruct and supervise operators, Irain instructors, inspect, calibrate, perform field service and repairs,
and operate the following breath analyzer(s):

DATAMASTER, INTOX DMT

for the determination of the alecoholic content of blood from a sample of expired air. Perniit Issued under ths provisions of sactions
577.020 thiough 577.041, RSMo and 306.111 through 306,119 RSMo.

[/\)A g f.,_:>

OIREGTOR OF STATE PUBLIG HEALTH LABORATORY

NUMBER 250236 _ W

ExPiRes 10/30/2017
DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SEAVICES
1O 880-0771 (8-10) LAB4 (RS-10)

DATE 10/307/2015

™
e,

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENICR SERVICES
HREATH ALCOHOL PROGRAM

o
5% INSTRUMENT OPERATOR CARD

The named cardholder s authorized o cperale an svidentlal brasth alcohe!
tnslremant for the delenmination of the alcoholic cantent in breath form of explred ak]

R

Operator  STOEHNER, STEPHANIE

Pormit No 260238
Date lssuad 10/30/2015  Date Expires 10/30/2017




RECEIVED
By Carol Day at 7:57 am, May 06, 2016

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

< BLOOD ALCOHOL TEST REPORT - INTOX DMT FORM #11

LOCATION OF INSTRUMENT INSTRUMENT SERIAL NUMBER | DATE OF TEST TIME OF TEST

Jennings Precinct - 5445 Jennings Statlon Rd 63136 500276 05/05/2018 13:35:44
SURJECT NAME DATE OF BIRTH

SOBER TEST 01/01/2001
SEX SUBJECT CRIVER'S LICENSE MUMBER STATE

F NA MO
ARRESTING OFFICER ARRESTING OFFICER ID

DET STOEHNER 3032
OPERATOR OPERATOR PERMIT FERMIT EXP DATE

DET STOEHNER 250236 1013072017

OPERATIONAL CHECKLIST: INTOX DMT

K t. Examination of meuth conducled, If any substance Is observed or indicated fo be prasent, the substance observed or Indicated must be
removed prior to starting the 15 minute observailon period,
[X] 2. Subject observed for at least 15 minutes by DET STOEHNER . No smoking, oral Intake or vomiting
during this time; If vomiting aceurs, start over with the 15 minute cbservatlon period.
K 3. Assure that the power swilch Is ON and the screen Is displaying "Ready <Push Run>".
B 4. Pressthe Run butlon on the display screen.
Xl 5. Entersublect and officar information.
K} 6 When display reads "Please Blov/” and gives audible beep, Insert mouthplece and take the subject's breath sample,
SUBJECT TEST RESULTS
BLANK TEST 0.000 13:36
INTERNAL STANDARD .__VERIFIED. 13:36 ——= Alcohol (g/210L) §me . _ I
SUBJECT SAMPLE (Vol=2.11L) 0.000 13:37 ----- Flow Rate{L/M}
BLANE TEST 0.000 13:38
f'r v \‘\

' A

P \

1 Y

i \
COMMENTS
CERTIFICATION BY OPERATOR BAG

0.000

As set forth In the rules promulgated by the Depariment of Health and Sentor
Services related to the determination of blood alcohel by breath analysis, | certify that:

1. Therewas no deviation from the procedure approved by the department.

K1 2. Tothe best of my knowledge the Instrument was functloning properiy.

Kl 3. am autherized to operate the instrument,

Kl 4. Noradle transmisslon eccurred Inside the room where and when this test was being conducted,

SIGNATURE CF OPERATOR DATE
Oéﬁ M?h 05/05/2016
WITNESS (F ANY) DATE
05/05/2016
MO 580-2603 (3-13} AN EQUAL OPPORTUNITYWAFFIRMATIVE ACTION EMPLOYER LAB-16%

senvicas provided on a nondiscriminatory basis



